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6. Temperature and humidity for each unit being evaluated and the reference standard are 
recorded on the Thermometer/Hygrometer Certification Record (CMDC #023).  

 
7. The Thermometer/Hygrometer Certification Record includes the following information: 

a. Date of certification 
b. Unit model number 
c. Unit serial number 
d. Location of unit 
e. Temperature of unit 
f. Temperature of standard 
g. Percent difference of temperature from standard 
h. Humidity of unit 

      I.    Humidity of standard 
j. Percent difference of humidity from standard 
k. Traceable reference number of standard 
l. Status determined  (calibrated, rejected) 

 
8. The percent variation from the referenced standard is calculated by the following    
      method: 
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