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8. Press Memory clear button to reset the MAX/MIN temperatures. 

 
IV. MAINTENANCE 

1.   Clean unit by wiping with a mild disinfectant and soft cloth. 
 

2. Replace AA alkaline battery when digits flash, there is no display, or display is faint.  
 

3. Abnormal readings not corrected by battery replacement should be promptly 
reported to the Facility Manager. 

 
4. Annually recertify and label the unit in accordance with SOP #1115 

Thermometer/Hygrometer Certification. 
  

4. Any additional maintenance/service should be performed by authorized personnel. 
 
V. REFERENCES 
 

Manufacturer’s Manual. 
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